Cord Holder 5 Hook

Quick Installation and Maintenance Instructions

MICO

PH-CRDHLDR5

Medical Facility Responsibility

Preventive maintenance checks must be performed regularly to maintain the quality and performance of this product. Any parts that
may be broken, missing, worn, distorted, or contaminated in any way should not be used and all affected parts should be replaced
immediately. Should the necessity of any repair be suspected; please contact your local distributor.

WARNING: T IS THE RESPONSIBILITY OF THE END USER TO ENSURE ALL ASPECTS OF INSTALLATION ARE COVERED BY
FOLLOWING THE FULL AHM MONITOR ARM (ADJUSTABLE HEIGHT) & SSM MONITOR ARM (SIDE TO SIDE) MANUAL AND

REVIEWING WARNINGS/NOTES FOUND AT:

https://docs.amico.com/amico-aa-ahm-adjustable-height-patient-monitor-arm-manual.pdf

https://docs.amico.com/amico-aa-ssm-side-to-side-patient-monitor-arm-manual.pdf

Installation Tools
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Installation Reference

#2 Phillips Head Screwdriver 36" Allen key PH-CRDHLDR5
(Not included) (Not included) Cord holder 5 hook
Specifications
Part Number Description Physical Dimensions Physical Weight

PH-CRDHLDRS

FMS 5 Hook Cable Management

4.87"x 11.15"x 7.39" (123.65 mm x 283.27 mm x 187.81 mm)

230 Ibs. (1.04 kg)

Installation Instructions for PH-CRDHLDR5

1. Remove the Cord Holder POLE CLAMP FRONT HALF from the POLE CLAMP BACK HALF by unscrewing the two (2x) #1/4-20
CORD HOLDER SCREWS, using a %" Allen key (Figure 1).

Cord Holder Screws (2x)
(H-HSCS-1420-34)

Pole Clamp Front Half

Cord Holder 5
(PH-CRDHLDRS5)

Pole Clamp Back Half

Figure 1
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2. Place the CORD HOLDER 5 with POLE CLAMP BACK HALF at desire height on the DOWNPOST-XX (not included) and attach the
POLE CLAMP FRONT HALF with two (2x) #1/4-20 CORD HOLDING SCREWS using a %" Allen key (Figure 2).

/‘V
DOWNPOST-(XX)

*XX - Different Length
(Sold Separately / comes with Arm)

Cord holder 5
(PH-CRDHLDR5)

Pole Clamp Back Half

"

Cord Holder Screws (2x) Pole Clamp Front Half
(H-HSCS-1420-34)

Figure 2

WARNING: DO NOT TIGHTEN ONE SCREW ALL THE WAY PRIOR TO INSERTING THE OTHERS. START BY INSERTING ALL SCREWS
HALF WAY, THEN TIGHTEN EACH SCREW INCREMENTALLY IN A CROSS PATTERN, ENSURING THAT THE POST CLAMPS REMAIN
PARALLEL. FAILURE TO DO SO MAY CAUSE DAMAGE TO THE EQUIPMENT (FIGURE 3).

CORRECT INCORRECT
Figure 3
Troubleshooting
Symptom Possible Cause Solution
Cord Holder is wobbling. #1/4-20 screws have loosened / not installed properly. Tighten the screws.
Maintenance

It is recommended that once every three (3) months, all bolts and screws are checked to ensure that they are tight. Visually inspect
product for signs of damage based on degree of usage.
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Warranty

Amico Accessories Inc. warrants all mounting accessories to be free from defects in material and workmanship for a period of twelve
(12) months from the date of shipment. Within this period Amico Accessories Inc. will repair or replace any part which is proven to be
defective.

Amico Accessories Inc. will warrant its materials to be free from defect for an additional period of four (4) years, (five [5] years from
the date of shipment). Within this period, Amico Accessories Inc. will replace any part which is proven to be defective, at no charge.
Shipping and Installation costs after the first twelve (12) months will be borne by the Customer.

This warranty is valid only when the product has been properly installed according to Amico Accessories Inc. specifications, used in a
normal manner and serviced according to factory recommendations. It does not cover products that are not manufactured by Amico
Accessories Inc. It does not cover failures due to damage which occurs in shipments or failures which result from accidents, misuse,
abuse, neglect, mishandling, alteration, misapplication or damage that may be attributable to acts of God.

Amico Accessories Inc. shall not be liable for incidental or consequential damages resulting from use of equipment.

All claims for warranty must first be approved by Amico Accessories Inc. A valid Return Goods Authorization (RGA) number must be
obtained from Amico Accessories Inc. prior to commencement of any service work. Warranty work, which has not been pre-authorized
by Amico Accessories Inc., will not be reimbursed.

AMICO ACCESSORIES INC. DOES NOT HONOR VERBAL STATEMENTS CONCERNING THE WARRANTY.

The distributor and / or dealer are not sanctioned to create verbal warranties about the product described in this agreement. Any
statements will not be honored or be made part of the agreement of sale. This document is the final complete and exclusive terms of
the agreement.

THIS WARRANTY IS INCLUSIVE AND REPLACES ALL OTHER WARRANTIES.

Amico Accessories Inc. shall not, under any circumstances be liable for incidental or consequential damages including, but not limited
to, profit, loss of sales or injuries to person(s) or property. Correction of noncompliance as noted above will result in completion of all
liabilities of Amico Accessories Inc., whether based on agreement, neglect or changed materials, designs or specifications without
notice.

All claims for warranty must first be approved by Amico Accessories Inc. Service Department: accessories@amico.com or 1.877.264.2697.
A valid Return Goods Authorization number must be obtained from Amico Accessories Inc. prior to commencement of any warranty
claim.

Amico Accessories Inc. | 85 Fulton Way, Richmond Hill, ON L4B 2N4, Canada | www.amico.com
Toll Free Tel: 1.877.264.2697 | Tel: 905.763.7778 | Fax: 905.763.8587 | Email: info@amico-accessories.com
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